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TEIS REPORT PREPARED PURSUANT TO DUTY IMPQSED BY
A.A.C. R9-14-404(37)

ARIZONA DEPARTXENT OF HEALTH BERVICES

STANDARD QUALITY ASSURANCE PROCEDURZS/@“
INTOXILYZER MODEL 5000%*

AGENCY Tucson Police QA SPECIALIST Lyvent Lovzir ,1,9@;"29"/)

(Print Name

INTOXILYZER SERIZL s 0Y~ 0059 (#13) rocarion DY +
) £

S/ 17.3% YsROO0 CTIME__ 332
/ R
é&i Display reads "READY TO START'" or "PUSH BUTTON TO START

TEST."

DIAGNOSTIC TESTS
g DUVM Test check. Setting should be between .200 and
600. Mode selection switch S2 on, S1 and S3 £f or
xeyboard menu selection "H". Reading 1is _-« éi
542§ , Display Test check. Mode selection switch S1 on and S2
and S3 off or keyboard menu selection "V'".
=éZ<I Printer Test check. Mode selection switch S1, S2, S3
off or keyboard menu selection "P".
AR Clock time check. Mode selection switch S10 on or
keyboard menu selection "E". .
:ék’ Date check. Mode selection switcnh S11 on or xeyboard
menu selection "E".

OPERATIONAL TESTS
2 Alconol free subject Test result 0.000 )-Ne!
L Error recognition logic system functioning
Invalid test printed
~4 Proper sample recognition system
' Invalid sample printed <4
Deficient sample printeds#S”

__N/A  completeness of sample purge with collection tubex*
SO Calibration standard 0. (QCS:Q AC
Results: 0.07S4c + C.0

Instrument operating properly and accurately. YES_"NO__
COMMENTS:
SIGNATURE %//I\JZ, Ky-@ﬂ/&_
Q_ZEI:KM

.AB alcohol concentration standard collected for subsequent

analysis.#w#

*WITE OR WITHEOUT VAPOR RECIRCULATION AND WITH OR WITHOUT XEYBOARD

**TEIS STEP IS ONLY REQUIRED IP THEIS DEVICE IS8 BEING USED FOR
S8AMPLE CAPTURE. '

DHS/DSLS/Form Cl117 (Rev.7-93)
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Tucson Police Department Crime Laboratory
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PXHIBIT P g

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
. A.A.C. R9=14-404 ()

ARIZONA DEPARTMENT OF HEALTH BERVICES

S§TANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000*

STANDARD CALIBRATION CHECK PROCEDURE/@\I\

Agency _Tucson W Time /553
Intoxilyzer Serla ‘i catlon Dy A%
QA Specialist (1/)(, D()//IVI /9 @12/

Print Néme)

@4f4 1. pPour a standard alcohol solution of known value into a
clean dry simulator jar and assemble the simulator.
Tnsure that a tight seal has been made.
standard value: 0.0480 AC

(Ag) 2. Turn on the simulator and allow the temperature to
reach 34°C+.2°C.

&&) 3. set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "C"
on Xeyboard menu.

&l 4. Attach simulator to the simulator entrance port on the
Intoxilyzer.

&%) 5. Intoxilyzer 5000 display reads "READY TO START" or
"PUSH BUTTON".

6 Push Start Test button or press enter on keyboard.
a-ae) 7. Insert card in response to display.

8

9

Air blank completed.
Calibration check completed.
Test results 0.07F5«¢ QQZS AC
g~ ) 10. Air blank completed.
Gk Q) 11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.
Qar) 12. Return mode selection switch #9 to off position after
: all calibration checks are complete or type Q and enter

- keyboard.
SIGNATURE%‘L A‘J’uﬂ_’-
S

+WITHE OR WITEOUT VAPOR RECIRCULATION AND WITH OR WITEOUT XEYBOARD

DHS/DSLS/Form C116 (Rev.7-93)
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